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I.  INTRODUCTION 


The  United  States  Navy  (USN)  is  highly  interested  in  the  deployment  of  high- 
energy  lasers  (HELs)  onboard  naval  platforms  [1],  [2].  Their  various  advantages  over 
conventional  weapons  make  them  highly  plausible  additions  to  the  U.S.  Navy’s  weapon 
arsenal;  these  advantages  include  low-cost  per  engagement,  speed  of  light  payload 
delivery,  graduated  output  power  for  hard  or  soft  kills,  and  potential  swarm-defense 
capabilities  [3],  However,  due  to  their  high  initial  overhead  costs  and  because  they  are  a 
new  technology,  it  is  important  to  fully  understand  both  their  strengths  and  limitations  to 
ensure  that  investments  lead  to  building  an  optimal  weapon. 

Unlike  conventional  weapons,  HEL  effectiveness  varies  strongly  with  the  weather 
and  atmosphere  conditions.  Parameters  like  pressure,  humidity,  temperature,  aerosol 
content,  and  turbulence  can  drastically  affect  the  attenuation  of  the  laser  light  and  thus  the 
power  delivered  to  the  target  [4].  Therefore,  it  is  critical  to  build  HELs  that  lase  at 
wavelengths  that  are  within  the  optimal  ranges  for  propagation.  In  order  to  be  confident 
that  optimal  conditions  are  met,  it  is  important  that  physics-based  simulations  be 
compared  to  experimental  data,  where  available.  Reliance  solely  on  either  could  lead  to 
an  HEL  operating  at  an  effective  range  that  is  less  than  expected. 

The  first  part  of  this  thesis  will  describe  the  history  of  HELs  and  the  main  types  of 
lasers  along  with  their  advantages  and  disadvantages.  The  next  part  will  provide  an 
overview  of  the  atmospheric  parameters  that  affect  HEL  propagation.  Then,  a  simulated 
example  of  an  HEL  near  a  potential  operational  theater  will  be  used  to  illustrate  the 
effects  that  different  climates  can  have  on  HEL  propagation.  Finally,  an  experimental 
setup  employing  a  White  cell  (WC)  will  be  constructed  for  the  purpose  of  measuring  the 
attenuation  in  the  atmosphere;  first  results  from  this  setup  will  also  be  reported. 
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II.  DIRECTED  ENERGY  WEAPONS  OVERVIEW 


Lasers  (light  amplification  by  stimulated  emission  of  radiation)  have  many 
modern-day  uses.  They  can  be  used  to  cut  metals,  track  targets,  read  barcodes  at 
supermarkets,  among  other  tasks  [5].  A  laser  is  generally  composed  of  a  power  supply,  a 
gain  medium  where  the  light  is  generated  and  amplified,  and  an  optical  cavity  consisting 
of  one  partially  reflecting  mirror  and  one  fully  reflecting  mirror  [6],  There  is  also  a  pump 
stored  in  the  optical  cavity  that  excites  electrons  in  the  gain  medium,  leading  to 
spontaneous  and  stimulated  emission  of  photons. 

The  first  laser  was  constructed  by  Theodore  Maiman  in  1960.  It  used  a  ruby 
crystal  as  a  gain  medium  and  provided  less  than  1  watt  of  output  power  [6].  The  pump 
used  was  a  quartz  flash  tube  as  labelled  in  Figure  1.  By  the  end  of  the  1960s,  lasers 
delivering  approximately  100  kilowatts  (KW)  of  output  power  had  been  produced  [4], 


Components  of  the  first  ruin  laser 


Power 

supply 


Switch 


100%  reflective 
mirror 

Quartz  flash  tube 
Ruby  crystal 
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reflecting  cylinder  95o/o  ref|ective 

mirror 


Figure  1.  Components  of  the  first  ruby  laser.  From  [6]. 
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From  the  1970s  to  the  early  2000s,  the  USN  and  U.S.  Air  Force  (USAF) 
experimented  with  kilowatt  and  megawatt  class  deuterium  fluoride,  carbon  dioxide,  and 
oxygen  iodine  chemical  lasers  [4].  The  USAF  ran  tests  on  aerial  platforms  while  the  USN 
tested  both  static  and  moving  ground-based  platforms  like  the  high  mobility  multi¬ 
purpose  wheeled  vehicle  (HMMWV)  [4],  During  this  period,  the  primary  mission  for 
both  was  to  acquire  the  capability  of  shooting  down  missiles;  these  projects  achieved 
success  on  more  than  one  occasion  in  test  settings  [4]. 

These  early  HEL  tests  used  reactive  chemical  magazines  that  made  them  less  than 
ideal  for  deployment  on  ships;  for  this  reason,  the  USN  is  currently  pursuing  other  laser 
technologies,  including  solid-state  and  free  electron  lasers.  In  2014,  the  USS  Ponce 
(LPD-15)  deployed  with  the  Laser  Weapon  System  (LaWS),  a  30  kW  solid-state  fiber 
laser,  and  in  doing  so  became  the  first  USN  ship  to  deploy  to  an  operational  theater  with 
an  HEL  [7], 

A.  ADVANTAGES  OF  HELS 

HELs  harness  many  exclusive  advantages  over  conventional  weapons.  They  are 
capable  of  delivering  their  payload  from  several  kilometers  away,  depending  on  weather 
conditions  [8].  Even  at  this  range,  the  beam  spot  size  on  the  target  is  roughly  10  cm  in 
diameter,  so  collateral  damage  is  limited.  Additionally,  the  amount  of  power  delivered 
can  be  adjusted  to  produce  a  “soft”  kill.  A  soft  kill  is  when  a  target  is  neutralized  or 
disabled  but  not  necessarily  destroyed  [4],  Lasers  also  deliver  energy  at  the  speed  of  light, 
whereas  bullets  and  missiles  take  time  that  potentially  allows  the  target  to  undergo 
evasive  maneuvers. 

Furthermore,  the  HEL  technologies  the  USN  is  currently  pursuing  are  completely 
electric,  which  means  that  the  magazine  is  limited  only  by  available  power.  This  also 
means  there  are  no  explosives  or  reactive  chemicals  involved,  improving  overall  safety. 
Cost  is  another  advantage,  since  the  amount  of  energy  needed  for  a  typical  10-second 
laser  engagement  can  be  obtained  from  about  a  gallon  of  the  ship’s  fuel  [4].  This  is  quite 
an  advantage  when  one  considers  that  a  rolling  airframe  (RAM)  missile  engagement  costs 
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~$1.0  million  and  a  phalanx  close-in  weapon  system  (CIWS)  missile  engagement  is 
~$3,000  [9],  [10]. 

B.  DISADVANTAGES  OF  HELS 

On  the  other  hand,  there  are  some  complications  that  come  with  HELs.  The  main 
limitation  is  that  the  overhead  cost  to  build  them  can  be  considered  quite  high — 
especially  when  compared  to  their  conventional  counterparts.  Additionally,  energy 
storage  banks  (such  as  batteries  or  capacitors)  will  likely  be  needed  to  store  enough 
energy  for  multiple  engagements.  This  requires  additional  cost,  space,  and  weight.  Also, 
HEL  propagation  relies  heavily  on  the  composition  of  the  atmosphere,  which  can 
significantly  limit  the  power  reaching  the  target  in  less  than  ideal  conditions,  such  as  hazy 
or  turbulent  weather  [4]. 

HELs  will  likely  never  be  the  sole  means  of  defense  for  a  USN  ship.  However, 
HELs  seem  to  have  a  substantial  superiority  over  conventional  weapons  in  many  cases — 
a  superiority  that  could  solidify  their  place  aboard  USN  ships  as  a  compliment  to 
conventional  weapon  systems. 

C.  HEL  TECHNOLOGY 

The  type  of  laser  employed  in  a  scenario  depends,  among  other  things,  on  the 
amount  of  optical  power  needed  to  destroy  a  target.  The  ability  of  an  HEL  to  neutralize  or 
destroy  a  target  is  largely  dependent  on  the  material  of  the  target,  the  amount  of  energy 
delivered  by  the  HEL  to  the  target,  over  what  time  that  energy  is  delivered,  and  over  what 
area  on  the  target  that  energy  is  focused.  The  principal  means  of  lethality  is  depositing 
large  amounts  of  thermal  energy  on  a  focused  point  with  the  intent  of  penetrating  the 
material  by  burning  or  melting  it  [4]. 

For  example,  light  aircraft  skin  consists  of  approximately  1  mm  thick  aluminum. 
To  melt  a  -100  cm2  hole  in  this  material  within  a  few  seconds  requires  an  energy 
deposition  rate  on  the  order  of  several  tens  of  kilowatts  [9].  Solid-state  lasers  (SSLs)  can 
achieve  this  output  power;  for  example,  the  30  kW  LaWS  device  is  comprised  of  solid- 
state  fiber  lasers. 
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On  the  other  hand,  a  harder  target  such  as  a  cruise  missile  may  require  the 
removal  of  approximately  1  liter  of  bulk  aluminum  before  it  is  disabled.  In  that  case,  a 
megawatt  class  laser  would  be  required  to  affect  this  amount  of  damage  within  a  few 
seconds  [9],  Free  electron  lasers  (FELs)  are  thought  to  be  scalable  more  easily  than  SSLs 
to  this  level  of  output  power. 

1.  Solid-State  Lasers 

SSLs  use  dopants  like  neodymium  and  ytterbium  held  by  substrates  like  glass  or 
crystal  as  a  lasing  medium  [4].  Inside  the  dopant  are  the  electrons  that  will  undergo  lasing 
transitions  as  they  release  the  photons  that  make  up  the  beam.  Due  to  possible  damaging 
of  the  substrate,  SSLs  are  likely  limited  in  output  power  to  several  tens  of  kilowatts,  and 
even  then  only  by  combining  the  beams  from  multiple  lasers  [9].  Additionally,  the  lasing 
wavelength  for  SSLs  is  fixed  by  the  gain  medium  and  may  not  fall  within  an  atmospheric 
window  where  attenuation  is  minimized  [1].  Nevertheless,  the  SSL  is  a  relatively 
compact,  mature,  and  power-efficient  technology  that  does  not  produce  harmful 
chemicals  or  radiation. 

2.  Free-Electron  Lasers 

As  opposed  to  their  solid-state  counterparts,  FELs  use  free  electrons  as  opposed  to 
substrates  with  bound  electrons.  They  operate  by  first  accelerating  these  free  electrons  in 
a  linear  accelerator  (LINAC)  to  relativistic  energies.  The  electrons  are  then  fed  through  a 
periodic  magnetic  field  that  causes  the  electrons  to  “wiggle”  back  and  forth,  thereby 
producing  photons  [4],  Further  interactions  between  the  electrons  and  the  light  field  cause 
the  electrons  to  bunch  on  the  scale  of  the  optical  wavelength;  the  combination  of 
wiggling  and  bunching  results  in  stimulated  emission  of  coherent  light  [4].  A  diagram  of 
an  FEL  that  uses  an  energy  recovery  LINAC  (ERL)  (to  increase  wall-plug  efficiency)  is 
depicted  in  Figure  2. 
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Figure  2.  The  basic  components  of  an  FEL  with  an  ERL.  The  electrons  are 
extracted  from  a  source,  accelerated  to  relativistic  speeds  in  the  LINAC, 
“wiggled”  in  magnetic  fields  to  prompt  the  release  of  photons,  and 
recycled  back  into  the  linear  accelerator  to  be  decelerated,  where  their 
kinetic  energy  is  recycled  back  into  the  system,  before  being  dumped. 

From  [1 1]. 


FELs  tend  to  be  rather  large  (about  20  meters  long),  heavy,  and  expensive  [1]. 
They  also  require  shielding  from  the  radiation  produced  from  the  relativistic  electrons. 
However,  they  feature  arbitrary  wavelength  selection,  which  means  that  they  can  be 
designed  for  ideal  atmospheric  transmission  and,  in  principle,  tune  their  wavelengths 
depending  on  the  atmospheric  conditions.  FELs  also  have  no  substrate  to  damage,  so  they 
are  believed  to  be  scalable  to  higher  output  powers  than  SSLs  (~  megawatts)  while 
retaining  excellent  beam  quality  [4],  FELs  are  not  as  technically  mature  as  SSLs,  but  they 
may  make  an  attractive  choice  for  future  laser  weapons. 

D.  HEL  MISSIONS  AND  PLATFORMS 

The  naval  missions  that  HELs  would  be  used  for  depend  heavily  on  their  output 
power  level.  HELs  on  the  order  of  tens  of  kilowatts  could  successfully  neutralize  slow- 
moving  targets  like  boats  and  small  watercraft  in  addition  to  light  planes  and  aerial 
drones.  They  could  even  be  used  for  ‘soft’  kills  against  missiles  by  blinding  their  seeker. 
On  the  other  hand,  HELs  with  megawatt-level  output  power  could  be  used  to  disable 
supersonic  missiles. 
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Both  classes  of  lasers  could  be  equipped  to  various  ship  platforms  including 
littoral  combat  ships  (LCS),  Arleigh  Burke  (DDG-51)  and  Zumwalt  (DDG-1000)  class 
destroyers,  Nimitz  (CVN-68)  and  Ford  (CVN-78)  class  aircraft  carriers,  and  future  all¬ 
electric  ships  [11].  The  USN  is  even  considering  putting  HELs  on  Virginia  class 
submarines,  to  defend  against  potential  surface  or  airborne  threats.  Additionally,  the  USN 
and  United  States  Marine  Corps  have  considered  deploying  HELs  on  aircraft  [11],  [12]. 


8 


III.  ATMOSPHERIC  PROPAGATION  OVERVIEW 


As  light  propagates  through  a  medium,  there  are  two  primary  ways  that  it  can 
interact  with  matter.  One  way  is  for  the  photons  to  be  absorbed  by  the  particles  in  the 
medium  as  they  excite  electrons  to  higher  energy  levels.  This  encounter  is  inelastic  since 
energy  is  removed  from  the  light  field  and  the  temperature  of  the  atmosphere  increases. 
Another  is  that  the  photons  can  scatter  off  of  the  particles  in  the  medium,  similar  to  the 
balls  on  a  billiards  table  hitting  one  another.  In  this  case,  temperature  is  not  appreciably 
increased  since  the  interaction  is  approximately  elastic.  As  the  photons  interact  with 
matter,  the  overall  intensity  of  light  is  decreased  because  these  interactions  remove 
energy  from  the  laser  beam.  This  attenuation  is  governed  by  Beer’s  Law,  named  after 
German  physicist  August  Beer  [13]. 

A.  ATMOSPHERIC  EXTINCTION 

Beer’s  Law  combines  the  factors  that  account  for  the  attenuation  of 
electromagnetic  waves  into  a  single  coefficient  and  relates  P,  the  power  reaching  an  area 
at  a  distance  z  from  the  source,  to  the  initial  power  P0  through  a  decaying  exponential 

[13]: 

P(z)  =  P0e~ez .  (1) 

The  coefficient  E  is  known  as  the  ‘extinction  coefficient’  which  is  mathematically 
defined  as  the  number  of  particles  per  unit  volume,  N,  multiplied  by  the  effective  cross 
sectional  area  of  the  particles  the  light  is  passing  through,  a: 

e  =  No  .  (2) 

There  are  two  main  types  of  particles  in  the  atmosphere  that  contribute  to  the 
extinction  coefficient:  molecules  and  aerosols.  Aerosols  are  larger  particles,  and  can  have 
more  complex  structures  like  dust,  sand,  fog,  etc.  To  facilitate  calculating  the 
contributions  of  aerosols  and  molecules,  the  extinction  coefficient  is  generally  broken 
down  into  different  components.  As  such,  it  takes  the  following  form: 

€  ~  ~b  ~b  Pm  T  Pa  ■  (3) 
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Equation  (3)  differentiates  between  absorption  and  scattering  by  using  the 
variables  a  and  /l,  respectively.  Additionally,  the  subscript  m  stands  for  molecules  while 
the  subscript  a  represents  aerosols.  Each  of  these  components  is  well-defined,  can  be 
measured  or  estimated  via  calculations,  and  is  a  function  of  the  light  wavelength. 

1.  Molecular  Absorption 

As  can  be  seen  in  Table  1,  air  at  standard  conditions  is  mostly  composed  of 
diatomic  nitrogen  and  oxygen  molecules.  However,  the  symmetric  vibrational  modes  of 
these  two  molecules  do  not  couple  strongly  to  infrared  light  because  homonuclear 
diatomic  particles  do  not  exhibit  changes  in  their  dipole  moments.  For  this  reason,  these 
two  species  have  negligible  absorption  in  this  region  of  the  spectrum  [14].  Instead,  water 
vapor  (HoO)  and  carbon  dioxide  (CO2),  which  together  make  up  only  a  small  fraction  of 
ambient  air,  are  mainly  responsible  for  the  complicated  absorption  features  in  the  infrared 
portion  of  the  electromagnetic  spectrum  [14].  In  order  to  ensure  minimal  attenuation,  it  is 
imperative  to  find  a  wavelength  that  is  not  particularly  sensitive  to  CO2  or  H2O 
absorption. 


The  Composition  of  the  Atmosphere" 


Permanent  constituents  Variable  constituents 


Constituent 

%  by  volume 

Constituent 

%  by  volume 

Nitrogen  (N2) 

78.084 

Water  vapor  (H20) 

0-0.04 

Oxygen  (02) 

20.948 

Ozone  (O3) 

0-12  x  10~4 

Argon  (Ar) 

0.934 

Sulfur  dioxide  (S02)fc 

0.001  x  10“4 

Carbon  dioxide  (C02) 

0.036 

Nitrogen  dioxide  (N02)ft 

0.001  x  10~4 

Neon  (Ne) 

18.18  x  10~4 

Ammonia  (NH^f 

0.004  x  10"4 

Helium  (He) 

5.24  x  lO"4 

Nitric  oxide  (NO)* 

0.0005  x  lO"4 

Krypton  (Kr) 

1.14  x  lO”4 

Hydrogen  sulfide  (H2S)fc 

0.00005  x  10“ 

Xenon  (Xe) 

0.089  x  10~4 

Nitric  acid  vapor  (HNO3) 

Trace 

Hydrogen  (H2) 

0.5  x  10"4 

Chlorofluorocarbons 

Trace 

Methane  (CH4) 

1.7  x  lO"4 

(CFC1,,  CF2C12 

Nitrous  oxide  (N20)fo 

0.3  x  10-4 

CH3CCI3,  CCU,  etc.) 

Carbon  monoxide  (CO/’ 

0.08  x  10“4 

11  After  the  U.S.  Standard  Atmosphere  (1976)  with  modifications. 
^Concentration  near  the  earth's  surface. 


Table  1.  Air  composition  at  standard  conditions.  From  [14]. 
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The  molecular  absorption  spectrum  for  wavelengths  between  0.5pm  and  5pm  is 
shown  in  Figure  3.  The  peaks  in  the  graph  are  indicative  of  wavelengths  where  the 
molecular  absorption  coefficient  is  particularly  large  and  not  suitable  for  atmospheric 
propagation.  Note  that  the  y-axis  uses  a  logarithmic  scale,  making  these  peaks  much 
more  significant. 


Figure  3.  Typical  plot  of  the  molecular  absorption  spectrum  from  0.5pm  to 
5  pm.  Made  using  the  Laser  Environmental  Effects  Definition  and 
Reference  (LEEDR)  atmospheric  codes.  The  molecular  absorption 
coefficient  has  a  very  strong  dependence  on  wavelength.  After  [15]. 

B.  BROADENING  MECHANISMS 

A  light/molecule  interaction  can  be  approximated  as  a  classically  damped 
harmonic  oscillator,  modeled  by  the  following  equation  [14]: 

F  —  qE  —  mex  +  4nmernx  +  kx  .  (4) 

In  Equation  (4),  q  is  the  charge  of  the  electron  undergoing  the  interaction,  E 
represents  the  effective  electric  field  of  the  light  source  exciting  said  electron,  me  is  the 
mass  of  the  electron,  k  represents  the  effective  spring  constant  and  is  related  to  how 
tightly  the  electron  is  bound  to  the  molecule,  and  rn  represents  the  effective  damping 
from  photon  emission  as  the  electron  returns  to  the  non-excited  state.  This  equation  can 
be  used  to  determine  the  imaginary  component  of  the  refractive  index  of  the  system  of 
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molecules  that  is  responsible  for  the  molecular  absorption  coefficient  [14].  The 
normalized  functional  line  shape  for  this  coefficient,  am  oc  f(y  —  v0)  ,  is  then  defined  by: 


/ O  -  Vo)  =  z 


n  ( v-v0)2+rn 


(5) 


where  v  is  the  light  frequency  and  v0  is  the  central  frequency  of  the  line  which  is  related 
to  the  energy  difference  between  the  levels  the  electron  is  transitioning  between.  This 
shape  is  a  Lorentzian  whose  thickness  depends  upon  the  damping  factor  rn.  The  larger 
rn  is,  the  broader  the  spectral  line  width  for  that  particular  transition.  Figure  4  shows  the 
effects  of  damping  and  frequency  on  spectral  line  width. 


Figure  4.  Resonant  frequency  and  the  damping  dependence  of  the 

spectral  line  width.  From  [16]. 

It  is  of  interest  to  note  that  the  rn  value  is  related  to  the  transition  rate  between 
quantum  energy  states.  This  is  governed  by  Fermi’s  Golden  Rule  and  is  related  to  the 
initial  and  final  energy  states  and  the  perturbing  Hamiltonian  [14].  The  overall  absorption 
coefficient  as  a  function  of  frequency  for  a  molecular  species  is  then  the  sum  over  all 
transitions  in  the  molecule  where  each  single  transition  has  the  functional  form  of 
/(v- v0). 

For  an  isolated  molecule,  rn  values  are  on  the  order  of  0.3  Hz — small  compared 
to  the  light  frequency,  which  is  on  the  order  of  1015  Hz.  Therefore,  absorption  lines 
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should  be  very  narrow  based  upon  this  simple  analysis;  however,  measurements  show 
that  they  are  actually  much  broader.  There  are  two  primary  mechanisms  that  account  for 
this  extra  broadening  of  spectral  lines. 


1.  Pressure/Collision  Broadening 


Pressure  broadening  occurs  when  collisions  between  molecules  produce  an 
enhanced  damping  effect.  Colliding  molecules  transfer  energy  which  leads  to  a  shorter 
lifetime  in  their  excited  state,  thus  enhancing  the  damping.  This  collision  damping  is  on 

o 

the  order  of  rP~\0  Hz,  which  dominates  the  absorption  line  width  as  it  is  much  greater 
than  the  rn  value  of  ~0.3  Hz.  Increasing  pressure  causes  more  frequent  collisions  and  thus 
broader  Lorentzian  absorption  lines.  The  physical  effects  of  pressure  broadening  can  be 
quantified  by  the  following  relationship: 


fP{v -Vo) 


rp/n 

(y-v0)2+rp2 


(6) 


where  rP  is  the  effective  damping  constant  that  accounts  for  the  collisions.  This  constant 
is  dependent  on  the  average  time  between  inelastic  molecular  collisions  tc  in  the 
following  way: 


rP  = 


2ntr 


(7) 


Figure  5  shows  an  example  of  the  effects  of  pressure  on  the  broadening  of  the 
spectral  lines. 
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Figure  5.  Increasing  pressure  makes  the  spectral  lines  broader  because  of  the 
decrease  in  the  average  time  between  collisions.  From  [17]. 

2.  Doppler  Broadening 

As  photons  propagate  through  a  set  path,  they  encounter  molecules  traveling  with 
random  velocities.  Approximately  half  of  them  have  a  component  of  their  velocity 
moving  towards  the  source  while  the  other  half  will  have  a  component  of  their  velocity 
moving  away  from  the  source.  Similar  to  the  way  the  sound  frequency  of  an  ambulance 
changes  depending  on  whether  it  is  traveling  away  from  or  toward  the  observer,  the 
absorption  spectrum  gets  blue-shifted  and  red-shifted  because  of  the  molecules  moving 
towards  and  away  the  source,  respectively.  This  effect  adds  a  Gaussian  shape  to  an 
absorption  feature  described  by  the  following  relationship  [18]: 


(8) 


(9) 


where  rD  is  the  Doppler  line  half-width,  kB  is  the  Boltzmann  constant,  c  is  the  speed  of 
light  in  vacuum,  m  is  the  mass  of  the  molecule,  and  T  is  the  absolute  temperature.  As  can 
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be  noted  in  Equation  (9),  an  increase  in  temperature  produces  a  broader  spectral  line 
because  of  this  Doppler  shift. 

3.  Voigt  Profiles 

In  order  to  combine  the  effects  of  pressure  and  Doppler  broadening,  atmospheric 
simulation  codes  use  Voigt  profdes,  which  are  defined  by  the  following  relationship  [17]: 

f^v -o  =  ■  <10> 

where  f  =  rP/rD  and  x  =  (v  —  v0)/rD.  The  Voigt  profile  is  shown  in  Figure  6. 


Figure  6.  Voigt  profiles  resemble  Gaussian  shapes  near  resonance  (v  =  vo) 
and  Lorentzian  shapes  far  from  resonance.  From  [17]. 

Voigt  profiles  resemble  Gaussian  shapes  near  resonance  (v  =  vo)  and  Lorentzian 
shapes  far  from  resonance.  Similarly,  they  more  closely  resemble  Lorentzian  line  shapes 
when  collision  broadening  dominates  (as  it  does  near  the  surface),  and  more  closely 
resemble  Gaussian  line  shapes  when  Doppler  broadening  dominates  (at  higher  altitudes). 

However,  each  Voigt  profile  describes  the  absorption  features  for  a  single 
molecular  transition.  The  overall  absorption  spectrum  of  the  atmosphere  is  a  summation 
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of  Voigt  profiles  for  each  absorption  line  as  shown  in  Figure  7.  It  is  important  to  note  that 
the  wavelength  range  depicted  spans  only  0.0 lnm,  yet  the  spectrum  is  very  intricate  and 
contains  dozens  of  absorption  features. 


Wavelength  (pin) 


Figure  7.  Typical  plot  of  the  molecular  absorption  coefficient  from  1pm  to 
1.01pm.  Made  with  high-resolution  transmission  (HITRAN)  molecular 
absorption  database  atmospheric  codes.  Note  the  dozens  of  Voigt 
profiles  necessary  to  map  out  a  0.01pm  range.  From  [19]. 

4.  Continuum  Absorption 

Voigt  profiles  represent  spectral  features  relatively  well  near  resonances. 
However,  in  windows  of  weak  absorption,  an  additional  component  must  be  added. 
Continuum  absorption  is  the  difference  between  the  Voigt  profile  simulations  and  actual 
measurements  made  at  the  simulated  conditions  and  can  contribute  significantly  to  the 
absorption  in  regions  of  the  spectrum  where  the  absorption  is  otherwise  weak. 

The  causes  for  continuum  absorption  are  still  debated,  but  it  has  relatively  weak 
dependence  on  wavelength.  It  is,  however,  sensitive  to  temperature  and  pressure.  One 
theory  is  that  continuum  absorption  is  due  to  errors  in  the  calculated  spectrum  formed  by 
summing  over  Voigt  profiles.  Another  hypothesis  attributes  continuum  absorption  to 
water  dimers  (two  or  more  water  molecules  bound  by  a  hydrogen  bond)  [20];  the 
disassociation  energy  of  these  dimers  is  unaccounted  for  in  the  Voigt  profiles.  Whatever 
the  cause,  continuum  absorption  must  be  factored  in  when  determining  the  absorption 

coefficient,  am,  especially  for  regions  of  the  spectrum  between  strong  absorption  features. 

16 


c. 


Mil  SCATTERING 


Mie  scattering  theory  describes  light  interacting  with  small  particles  like  dust,  and 
sand,  and  accounts  for  the  other  three  components  of  the  extinction  coefficient:  aerosol 
absorption,  aerosol  scattering,  and  molecular  scattering.  Mie  scattering  theory  makes 
three  assumptions.  The  first  is  that  the  scattering  particles  are  spherical  with  radius  a.  The 
second  is  that  these  scattering  particles  are  homogeneous  with  a  complex  refractive  index 
[21].  Finally,  Mie  scattering  theory  assumes  that  light  is  a  plane  wave.  As  it  turns  out,  this 
assumption  is  good  when  particles  are  much  smaller  than  the  beam  cross  section,  which 
is  valid  in  the  case  of  laser  propagation  [21].  From  these  assumptions,  we  can  put 
together  an  amplitude  scattering  matrix  to  help  solve  for  the  three  components  of  the 
extinction  coefficient  previously  listed  [22]. 

1.  Rayleigh  Scattering 

The  Raleigh  scattering  limit  to  Mie  scattering  occurs  when  the  radius  of  the 
scattering  particle  is  much  smaller  than  the  wavelength  of  the  incident  light.  This  limit  is 
valid  for  molecular  scattering.  Figure  8  shows  the  molecular  scattering  spectrum  for  the 
wavelength  range  of  0.5pm  to  5pm. 


Wavelength  (m)  xlO'6 


Figure  8.  Typical  plot  of  the  molecular  scattering  spectrum  from  0.5pm  to 
5  pm.  Made  using  LEEDR.  Note  the  exponential  increase  in  scattering 
at  shorter  wavelengths.  After  [15]. 
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Figure  8  shows  that  shorter  wavelengths  of  electromagnetic  radiation  are 
correlated  with  higher  levels  of  molecular  scattering — a  known  feature  of  Rayleigh 
scattering.  In  practice,  this  explains  why  the  sky  is  blue:  blue  light  undergoes  molecular 
scattering  more  readily  than  red  light  [14]. 

2.  Aerosol  Effects 

Aerosol  sizes  are  comparable  to  the  wavelength  of  the  scattered  light;  therefore, 
full  Mie  theory  must  be  used  as  opposed  to  sticking  to  the  Raleigh  approximation  [23].  In 
Figures  9  and  10,  typical  aerosol  absorption  and  scattering  spectra  are  shown  for  the 
wavelength  range  0.5pm  to  5pm.  Note  the  logarithmic  scale  used  for  the  aerosol 
absorption  values. 


Figure  9.  Typical  plot  of  the  aerosol  absorption  spectrum  from  0.5pm  to  5pm. 

Made  with  LEEDR  atmospheric  codes.  Notice  the  relatively  weak 
dependence  on  wavelength.  After  [15]. 
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Figure  10.  Typical  plot  of  the  aerosol  scattering  spectrum  from  0.5pm  to  5pm. 

Made  with  LEEDR  atmospheric  codes.  Notice  the  relatively  weak 
dependence  on  wavelength.  After  [15]. 

As  shown,  aerosols  have  relatively  weak  wavelength  dependence  for  both 
absorption  and  scattering  in  this  spectral  range  [24].  This  explains  why  clouds  and  fog 
appear  white — they  are  composed  of  aerosols  that  scatter  all  wavelengths  similarly  [14]. 
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IV.  CLIMATOLOGICAL  EXAMPLE  OF  HEL  PROPAGATION 


Before  investing  a  large  amount  of  money  and  resources  into  producing  a  laser 
weapon  system,  it  is  important  to  fully  understand  how  various  conditions  may  affect  its 
performance.  This  chapter  features  simulations  that  illustrate  how  weather  can  drastically 
alter  the  performance  of  laser  weapons.  Additionally,  they  show  the  importance  of 
choosing  the  optimal  wavelength  for  HEL  design  through  plots  made  with  ANCHOR 
(Atmospheric  NPS  Code  for  High  Energy  Laser  Optical  pRopagation)  [25],  These 
ANCHOR  plots  take  into  account  data  from  an  atmospheric  propagation  code  called 
LEEDR  (Laser  Environmental  Effects  Definition  and  Reference)  [25]. 

A.  OVERVIEW  OF  ANCHOR  CODE 

ANCHOR  is  a  concise  code  designed  to  rapidly  explore  millions  of  different 
parameters  related  to  laser  design  and  weather,  among  others.  Specifically,  ANCHOR 
takes  into  account  wavelength,  laser  power,  beam  quality,  as  well  as  atmospheric  effects 
like  extinction,  turbulence,  and  thermal  blooming.  It  is  Matlab-based  and  uses  an 
accelerated  scaling  code  that  incorporates  the  equations  that  govern  laser  propagation.  To 
validate  ANCHOR,  irradiance  simulations  were  compared  to  results  from  Wavetrain,  a 
full  diffraction  code  developed  by  MZA  Associates  Corporation  [26].  Wavetrain 
simulates  laser  beam  propagation  by  solving  the  paraxial  wave  equation  numerically,  in 
contrast  to  ANCHOR,  which  used  the  aforementioned  scaling  laws  [26],  Thus,  Wavetrain 
has  a  time  resolution  that  is  not  present  in  ANCHOR;  nevertheless,  in  the  time-averaged 
limit  where  ANCHOR  is  valid,  both  codes  produce  comparable  results. 

The  process  of  gathering  simulated  results  goes  as  follows:  LEEDR,  which  is  a 
code  developed  by  the  Air  Force  Institute  of  Technology  (AFIT),  is  used  to  produce 
atmospheric  extinction  values  under  varying  climates  [15].  The  values  are  then  used  by 
ANCHOR,  which  incorporates  additional  laser  and  target  geometry  parameters.  By  using 
ANCHOR,  plots  that  detail  effective  range,  for  example,  can  be  constructed. 
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B. 


SIMULATION  PARAMETERS 


For  this  example,  the  output  laser  power  is  100  kW  and  the  beam  director 
diameter  is  0.3  m.  Platform  jitter  has  an  assumed  root-mean-square  value  of  5.0  prad.  The 
lasing  wavelengths  are  1.0642  pm  and  1.5314  pm,  chosen  because  they  are  within  the 
lasing  ranges  of  ytterbium-  and  erbium-based  gain  media,  respectively,  which  are  used  in 
commercially  available  fiber  lasers.  The  beam  is  taken  to  have  a  unifonn  flat-top 
transverse  profile  at  the  laser  output  rather  than  a  Gaussian  profile.  The  climate  data  was 
taken  from  LEEDR’s  database  for  the  Dubai  International  Airport,  which  was  compiled 
from  meteorological  sources.  The  information  supplied  by  LEEDR  is  specific  to  the  time 
of  day  and  is  incremented  in  steps  of  3  hours.  For  the  purpose  of  this  simulation,  the  time 
of  day  chosen  was  the  12:00  pm  to  3:00  pm  (local  time)  window.  These  parameters  are 
referenced  in  Table  2. 


Laser  output  power 

lOOkW 

Beam  director  diameter 

0.3m 

Platform  jitter 

5.0  prad 

Wavelengths 

1.0642  pm,  1.5314  pm 

Beam  profile 

Uniform 

Location 

Dubai  Inti.  Airport 

Time  of  day  (local  time) 

12:00pm-3:00pm 

Humidity 

Varies 

Surface  visibility 

Varies 

Table  2.  Laser  and  atmospheric  parameters  for  the 
climatological  example. 


C.  DAMAGE  CRITERIA 

There  are  a  few  assumptions  related  to  the  damage  criteria  for  this  example.  First, 
the  target  is  taken  to  be  a  1.0  mm  thick  sheet  of  aluminum  (approximately  the  thickness 
of  aircraft  skin).  The  estimated  dwell  time  is  10  seconds,  the  approximate  laser  spot 
radius  is  5.0  cm,  and  it  is  assumed  that  only  10  percent  of  the  laser  light  incident  onto  the 
target  is  absorbed  by  the  target.  Loss  mechanisms,  including  conductive  losses  from  the 
transferring  of  heat  away  from  the  target  into  the  surrounding  aluminum  and  radiative 
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losses  from  thermal  energy  being  converted  to  light  as  the  target  gets  hotter  (and  emits 
like  a  blackbody),  are  accounted  for.  All  the  aforementioned  parameters  considered,  the 
minimum  irradiance  needed  would  be  approximately  5  MW/m"  or  0.5  kW/cm  [27].  Note 
that  in  most  cases  the  effective  range  is  a  strong  function  of  the  target  altitude.  This  is 
often  due  to  stronger  turbulence  near  the  surface. 

D.  RESULTS 

In  the  following  figures,  the  effective  range  of  the  100  kW  laser  described  in 
section  II  of  this  chapter  is  highlighted  in  varying  climates.  The  color  gradient  is 
representative  of  the  irradiance  delivered  on  the  target,  with  red  representing  higher 
irradiances  and  blue  indicating  lower  irradiance  values.  It  is  important  to  note  that  this 
irradiance  color  scale  is  logarithmic.  The  black  line  delineates  the  estimated  effective 
range  based  on  the  irradiance  threshold  of  5  MW/m"  outlined  in  section  III  of  this 
chapter.  The  horizontal  and  vertical  axes  represent  horizontal  range  and  altitude  of  the 
target,  respectively. 

1.  Humidity  Examples 

The  first  example  varies  the  relative  humidity  while  keeping  the  surface  visibility 
at  a  constant  30  km.  Humidity  primarily  affects  the  molecular  absorption  component  of 
the  extinction  coefficient.  Figures  11  through  13  show  the  effective  ranges  of  a  1.0642 
pm  laser  and  varying  relative  humidities  at  the  surface  and  a  constant  30  km  surface 
visibility. 
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Target  Cross  Range  (km) 

Figure  11.  The  effective  range  of  a  1.0642  jam  laser  and  a  10  percent  relative 
humidity  at  the  surface.  The  surface  visibility  is  30  km. 


Target  Cross  Range  (km) 

Figure  12.  The  effective  range  of  a  1.0642  pm  laser  and  a  50  percent  relative 
humidity  at  the  surface.  The  surface  visibility  is  30  km. 
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Irradiance  (W/nrT)  Irradiance  (W/mz) 


0.5  1  1.5  2  2.5  3  3.5  4  4.5  5 

Target  Cross  Range  (km) 

Figure  13.  The  effective  range  of  a  1.0642  [am  laser  and  a  90  percent  relative 
humidity  at  the  surface.  The  surface  visibility  is  30  km. 

One  will  notice  that  there  is  very  little  change  in  the  effective  range  even  with  a 
difference  of  80  percent  in  relative  humidity  at  the  surface.  In  the  following  graphs,  this 
will  not  be  the  case. 

Figures  14  through  17  show  the  effective  ranges  of  a  laser  with  a  1.5314  pm 
wavelength,  30  km  of  visibility  at  the  surface,  and  varying  relative  humidities  at  the 
surface. 
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0.5  1  1.5  2  2.5  3  3.5  4  4.5  5 


Target  Cross  Range  (km) 

Figure  14.  The  effective  range  of  a  1.53 14  (am  laser  and  a  10  percent  relative 
humidity  at  the  surface.  The  surface  visibility  is  30  km. 


0.5  1  1.5  2  2.5  3  3.5  4  4.5  5 


Target  Cross  Range  (km) 

Figure  15.  The  effective  range  of  a  1.5314  pm  laser  and  a  25  percent  relative 
humidity  at  the  surface.  The  surface  visibility  is  30  km. 


For  this  particular  wavelength,  we  can  already  begin  to  see  the  effect  that  a  15 
percent  increase  in  surface  humidity  has  on  the  laser  performance. 
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0.5  1  1.5  2  2.5  3  3.5  4  4.5  5 


Target  Cross  Range  (km) 

Figure  16.  The  effective  range  of  a  1 .53 14  [am  laser  and  a  50  percent  relative 
humidity  at  the  surface.  The  surface  visibility  is  30  km. 


Target  Cross  Range  (km) 

Figure  17.  The  effective  range  of  a  1.5314  pm  laser  and  a  90  percent  relative 
humidity  at  the  surface.  The  visibility  is  held  constant  at  30  km. 

As  these  graphs  show,  certain  wavelengths  can  be  more  sensitive  to  humidity.  In 
the  case  of  1.0642  pm  there  was  little  effect  on  molecular  absorption.  For  1.5314pm 
however,  the  effective  range  with  90  percent  relative  humidity  was  almost  half  of  the 
range  at  10  percent  relative  humidity.  It  is  important  to  note  that  the  scales  and  ranges  for 

the  vertical  and  horizontal  axes  in  all  the  plots  remained  the  same. 
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2.  Surface  Visibility  Examples 

This  next  example  illustrates  the  effects  of  holding  relative  humidity  at  the  surface 
at  a  constant  50%  and  varying  the  surface  visibility.  This  value  for  the  surface  relative 
humidity  was  chosen  because  it  is  close  to  the  average  predicted  by  LEEDR  in  the  12:00 
pm  and  3:00  pm  timeslot  for  a  summer  day.  The  visibility  is  correlated  with  the  aerosol 
content  and  thus  the  attenuation  due  to  aerosol  scattering.  Figures  18  through  21  show  the 
effective  ranges  of  a  1.0642  pm  laser  with  a  constant  50  percent  relative  humidity  at  the 
surface  and  varying  surface  visibility. 


Figure  18.  The  effective  range  of  a  1.0642  pm  laser  and  30  km  of  surface 
visibility.  The  relative  humidity  at  the  surface  is  50  percent. 
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Effective  Range  20km  Visibility 


Target  Cross  Range  (km) 

Figure  19.  The  effective  range  of  a  1.0642  pm  laser  and  20  km  of  surface 
visibility.  The  relative  humidity  at  the  surface  is  50  percent. 
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0.5  1  1.5  2  2.5  3  3.5  4  4.5  5 

Target  Cross  Range  (km) 

Figure  20.  The  effective  range  of  a  1.0642  pm  laser  and  10  km  of  surface 
visibility.  The  relative  humidity  at  the  surface  is  50  percent. 
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Irradiance  (W/rrr)  Irradiance  (W/m  ) 


Target  Cross  Range  (km) 

Figure  21.  The  effective  range  of  a  1.0642  [am  laser  and  5  km  of  surface 
visibility.  The  relative  humidity  at  the  surface  is  50  percent. 


Though  1 .0642  pm  was  not  particularly  sensitive  to  humidity,  it  is  clearly  affected 
by  surface  visibility. 

Figures  22  through  25  show  the  effective  ranges  of  a  1.5314  pm  laser  with 
varying  surface  visibility  and  a  constant  50  percent  relative  humidity  at  the  surface. 


0.5  1  1.5  2  2.5  3  3.5  4  4.5  5 

Target  Cross  Range  (km) 

Figure  22.  The  effective  range  of  a  1.5314  pm  laser  and  30  km  of  surface 
visibility.  The  relative  humidity  at  the  surface  is  50  percent. 
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Figure  23.  The  effective  range  of  a  1 .53 14  (am  laser  and  20  km  of  surface 
visibility.  The  relative  humidity  at  the  surface  is  50  percent. 


Target  Cross  Range  (km) 

Figure  24.  The  effective  range  of  a  1 .53 14  pm  laser  and  10  km  of  surface 

visibility.  The  relative  humidity  at  the  surface  is  50  percent. 
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Figure  25.  The  effective  range  of  a  1 .53 14  [im  laser  and  5  km  of  surface 
visibility.  The  relative  humidity  at  the  surface  is  50  percent. 


In  the  case  of  1.5314  pm,  there  is  very  little  effect  on  effective  range  from 
decreased  visibility.  As  these  figures  illustrate,  certain  wavelengths  can  be  more  sensitive 
to  visibility,  which  primarily  influenced  by  aerosol  scattering.  In  the  case  of  1.5314  pm 
there  was  less  of  an  effect  from  hazier  conditions.  For  1.0642  pm  however,  the  effective 
range  was  almost  half  of  the  value  at  5  km  of  surface  visibility  relative  to  30  km  surface 
visibility. 
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V.  EXPERIMENTAL  SETUP 


This  experiment  will  measure  the  extinction  coefficient  e  at  certain  wavelengths 
by  measuring  the  transmitted  spectrum  from  a  broadband  source  through  a  distance  z  of 
air.  The  transmission  spectrum  is  obtained  by  first  taking  a  reference  spectrum  of  the 
source  when  the  light  propagates  through  a  non-absorbing  region,  and  then  comparing 
this  reference  spectrum  to  one  obtained  when  the  light  propagates  through  the  sample  (in 
this  case,  humid  air).  The  sample  spectrum  will  be  attenuated  relative  to  the  reference 
spectrum  according  to  Beer’s  law,  so  the  fractional  transmission  T  at  a  given  wavelength 
A  is: 

T  =  e-e(X)z.  (H) 

Extinction  coefficients  in  the  atmosphere  tend  to  be  small,  so  long  propagation 
distances  are  needed  to  measure  appreciable  attenuation.  Achieving  a  large  propagation 
distance  in  a  table-top  experiment  requires  a  technique  called  multi-pass  spectroscopy. 
This  involves  bouncing  light  many  times  between  a  set  of  mirrors  [28].  The  particular 
setup  for  this  experiment  uses  a  configuration  of  mirrors  known  as  a  White  cell  (WC). 

Figure  26  shows  a  panoramic  view  of  the  entire  setup.  The  long  tube  is  the  WC 
chamber;  the  equipment  to  the  left  of  the  tube  consists  of  the  light  source  and  detector, 
and  the  equipment  visible  to  the  right  of  the  tube  is  the  vacuum  pump. 


Figure  26.  A  panoramic  view  of  entire  experimental  setup. 
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A.  WHITE  CELL 

The  concept  of  a  WC  was  first  introduced  by  John  U.  White  in  1942  [29].  WCs 
are  generally  composed  of  two  small  concave  mirrors  and  one  larger  concave  mirror.  The 
two  small  mirrors  are  placed  opposite  of  the  larger  mirror  in  such  a  way  that  light  enters 
the  cell  and  reflects  between  them  before  exiting  the  cell.  The  number  of  reflections,  and 
thus  the  path  length,  can  be  adjusted  by  realignment  of  the  mirrors.  In  order  to  calibrate  to 
a  desired  path  length,  an  alignment  laser  is  usually  used  to  create  well-defined  dots  on  the 
larger  mirror  that  are  easy  to  count;  the  number  of  bounces  inside  the  WC  can  then  be 
deduced  from  the  number  of  spots  [29].  Figure  27  illustrates  the  location  of  the  mirrors 
and  the  path  that  the  light  would  take. 


Figure  27.  The  three  mirrors  are  labelled  and  the  physical  path  that  the  light 
would  follow  has  been  traced.  From  [30],  [31]. 


B.  EXPERIMENTAL  CONFIGURATION 

The  major  components  of  this  experiment  are  the  source,  the  WC  chamber,  and 
detector.  In  order  to  maximize  signal,  alignment  of  these  components  is  essential.  Figure 
28  features  a  diagram  of  these  major  components. 
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Figure  28.  Major  experimental  components. 


1.  Source 

Once  the  WC  has  been  aligned  and  configured  with  a  helium-neon  (FleNe)  laser,  a 
250  Watt  quartz  halogen  lamp  is  placed  in  front  of  and  aligned  with  the  FleNe  laser.  The 
broad  spectrum  light  leaving  the  halogen  lamp  is  passed  through  a  collimator  to  limit 
beam  divergence  before  traveling  through  two  irises.  The  irises,  aligned  with  the  HeNe 
beam,  are  used  to  ensure  that  the  incident  light  from  the  lamp  enters  the  WC  chamber  at  a 
90  degree  angle  with  respect  to  the  window  and  travels  along  the  same  path  as  the  HeNe 
beam.  The  output  of  the  lamp  is  mounted  on  a  two-dimensional  translation  stage  as  well 
as  a  two-dimensional  tilt  platform  to  facilitate  alignment. 

Figure  29  shows  this  setup,  highlighting  the  trajectory  of  the  light  with  a  yellow 
line.  It  is  important  to  allow  time  for  the  halogen  lamp’s  output  to  stabilize  so  as  not  to 
impart  any  systematic  error  to  the  transmission  spectra;  this  process  normally  takes  about 
fifteen  minutes  once  the  lamp  is  turned  on. 
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Figure  29.  The  experimental  setup.  Note  the  yellow  line  that  is  used  to  represent 

the  trajectory  of  the  light. 


2.  White  Cell  Chamber 

The  WC  for  this  experiment  is  contained  within  a  chamber  that  can  be  evacuated, 
as  seen  on  the  right  edge  of  Figure  30.  The  input  and  output  windows  of  the  chamber  are 
comprised  of  potassium  chloride,  which  is  transparent  in  the  near-infrared  and  infrared 
regions.  On  the  side  of  the  chamber  opposite  of  the  source  is  the  connection  to  a  Varian 
vacuum  pump  and  a  pressure  sensor  that  are  used  to  adjust  the  pressure  inside  the 
chamber.  At  about  the  midpoint  of  the  WC  is  a  Rotronic  MP100FI  humidity  probe  and  a 
Rotronic  PtlOO  temperature  probe  that  measure  relative  humidity  and  temperature  inside 
the  WC,  respectively;  the  hygrometer  and  temperature  probes  are  coupled  outside  of  the 
chamber  by  an  electronic  pass-through  flange.  Together,  these  probes  make  up  the 
hygrometer  unit.  This  hygrometer  was  graciously  provided  by  the  Naval  Postgraduate 
School  Meteorology  Department.  The  pump  is  capable  of  lowering  the  pressure  inside  of 
the  chamber  to  a  few  hundred  millitorr.  Figure  30  shows  the  components  described  in 
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addition  to  other  features.  The  path  length  is  adjusted  by  changing  the  alignment  of  the 
smaller  mirrors  using  screws  accessed  via  ports  shown  in  Figure  30. 


Figure  30.  The  side  of  the  WC  chamber  opposite  of  the  source.  Various 
components  including  the  roughing  (vacuum)  pump, 
hygrometer/thermometer  cable,  and  digital  pressure  sensor. 


The  cell  itself  is  2.0  meters  long  from  mirror  to  mirror  and  can  be  configured  up 
to  240  meters  of  propagation  in  steps  of  8.0  m.  All  three  mirrors  are  coated  with  protected 
silver  that  is  highly  reflective  (>96%)  in  the  near  infrared  region.  Figure  31  shows  these 
three  mirrors. 
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Figure  3 1 .  The  three  mirrors  used  inside  of  the  WC  to  propagate  light  through  a 

desired  path  length  up  to  240  meters. 

The  WC  is  configured  so  that  the  path  length  is  proportional  to  the  number  of 
HeNe  alignment  laser  dots,  which  can  be  viewed  from  the  observation  window  shown  in 
Figure  30.  There  are  two  possible  configurations — one  with  two-rows  and  the  other  with 
six-rows.  The  latter  configuration  allows  for  longer  path  lengths.  The  general  equation  for 
the  path  length  /  inside  of  a  WC  is: 

l  —  (#  of  dots  in  bottom  row)(#  of  rows)(#  of  passes  per  dot)(WC  length) .(12) 
Plugging  in  some  known  parameters  for  our  WC,  the  equation  simplifies  to: 

l  —  (#  of  dots  in  bottom  row)(#  of  rows)(2)(2.0  m)  (13) 

Figure  32  depicts  an  example  dot  orientation  using  the  two-row  configuration 
while  Figure  33  does  the  same  for  the  six-row  configuration.  The  number  in  each  square 
represents  the  amount  of  times  the  light  ray  has  traveled  the  length  of  the  WC  up  until 
that  point. 
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Figure  32.  Sample  dot  orientation  for  the  two-row  configuration.  The  numbers 
represent  the  amount  of  times  the  light  ray  has  traveled  the  length  of  the 
WC  up  until  that  point.  From  [31]. 


Figure  33.  Sample  dot  orientation  for  the  six-row  configuration.  The  numbers 
represent  the  amount  of  times  the  light  ray  has  traveled  the  length  of  the 
WC  up  until  that  point.  From  [31]. 


3.  Detector 

After  the  light  has  bounced  off  of  the  mirrors  inside  of  the  WC  and  exited  the 
chamber,  it  reaches  a  focusing  lens  which  denotes  the  beginning  of  the  detection  portion 
of  the  setup.  The  Ocean  Optics  QP1000  optical  fiber  that  is  transparent  in  the  visible  to 
near-infrared  spectral  region  is  placed  at  the  focal  point  of  the  plano-convex  focusing  lens 
with  a  focal  length  of  5.0  cm.  This  two-meter-long  fiber  directs  the  light  to  an  Ocean 
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Optics  Near-Infrared-512  spectrometer,  which  communicates  the  measured  spectrum  to  a 
computer  running  the  SpectraSuite  software  package.  This  spectrometer  disperses  the 
light  by  a  grating  onto  a  linear  array  of  512  photosensitive  bins.  The  detection  range  of 
the  spectrometer  is  900  nm  to  1700  mn  with  a  stated  approximate  4  nm  spectral 
resolution  (though  in  practice  we  found  the  resolution  to  be  much  broader).  A  Newport 
FSQ-RG1000  filter  is  placed  between  the  focusing  lens  and  the  fiber  to  remove  light  with 
a  wavelength  less  than  1.0  pm  to  reduce  higher  order  diffraction  effects  inside  of  the 
spectrometer.  For  light  incident  with  angle  on  a  diffraction  grating,  the  angles  of  the 
diffracted  maxima  dm  are  given  by 

=  sin-1  sin  9^) ,  (14) 

where  d  is  the  space  between  each  slit  in  the  diffraction  grating,  integer  in  is  the 
diffraction  order,  and  X  is  the  wavelength  of  light  [32].  This  equation  allows  for  several 
combinations  of  m  and  X  that  satisfy  the  equation  for  9m;  the  filter  eliminates  the 
contributions  from  these  subharmonics. 

C.  EXPERIMENTAL  PROCEDURE 

The  simplest  method  for  obtaining  a  transmission  spectrum  is  to  first  take  a 
reference  spectrum  when  the  WC  chamber  has  been  evacuated,  and  then  measure  the 
spectrum  again  when  the  chamber  has  been  filled  with  air.  As  mentioned  before,  it  is 
critical  that  this  is  done  after  providing  the  lamp  ample  time  to  reach  a  steady  output 
state.  After  several  trials,  we  noticed  that  the  baseline  for  the  transmission  plot  using  this 
procedure  was  greater  than  one  hundred  percent  transmission.  That  is,  certain  wavelength 
ranges  were  reporting  higher  transmission  in  one  atmosphere  of  air  than  under  vacuum. 
Figure  34  shows  the  measured  transmission  in  blue  and  the  estimated  baseline  of  the 
spectrum  recorded  using  the  above  process. 
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Figure  34.  The  baseline  for  the  transmission  spectrum  is  above  100  percent.  The 
measured  transmission  is  in  blue  and  the  estimated  baseline  of  the 

spectrum  is  in  red. 

Taking  this  for  face  value  would  indicate  that  there  is  less  attenuation  in  standard 
air  than  at  near  vacuum,  which  cannot  be  the  case.  This  experimental  artifact  could  be 
due  to  the  many  tons  of  force  being  applied  to  the  WC  when  the  system  is  under  vacuum, 
thereby  changing  the  alignment  of  the  internal  optical  components  slightly.  When 
obtaining  a  transmission  measurement,  any  changes  in  the  signal  relative  to  the  reference 
spectrum  should  be  due  solely  to  the  sample  absorption;  any  differences  due  to  alignment 
changes  will  produce  erroneous  measurements.  When  the  situation  was  described  to  the 
manufacturer  of  the  WC,  Infrared  Analysis  Inc.,  they  agreed  that  this  could  very  well  be 
the  case.  To  illustrate,  the  total  surface  area  of  the  WC  is  about  1.6  m.  When  the  system 
is  evacuated,  the  pressure  difference  between  the  outside  and  inside  of  the  WC  is  760 
torr,  and  so  the  net  force  exerted  on  the  chamber  is  160  kN.  This  is  equivalent  to  the 
weight  of  almost  eleven  average-sized  cars  with  masses  of  1400  kg  each. 
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In  order  to  correct  for  this  effect,  we  obtained  the  reference  spectrum  while  the 
WC  chamber  was  filled  with  760  torr  of  diatomic  nitrogen.  Nitrogen  is  good  for  these 
reference  measurements  because  it  has  essentially  no  absorption  in  the  1  pm  to  2  pm 
wavelength  region  (see  Chapter  III,  Section  Al)  [19].  Using  this  method  ensures  that  the 
reference  and  sample  spectra  are  both  taken  when  the  WC  is  unstressed. 

Before  testing  this  method,  we  measured  humidity  in  the  nitrogen  tank  by  filling 
the  WC  with  nitrogen  and  reading  the  hygrometer  output  inside  the  WC.  Since  humidity 
is  primarily  responsible  for  absorption,  this  was  to  ensure  that  the  nitrogen  tank  had  little 
water  content  and  to  confirm  that  it  would  serve  as  a  valid  background  measurement. 
Measurements  showed  that  the  relative  humidity  of  the  nitrogen  at  ~20°C  was  below  0.5 
percent,  well  within  hygrometer  error  of  ±2  percent.  We  then  took  the  reference 
spectrum,  pumped  the  WC  down  to  <300  millitorr,  and  let  air  into  the  chamber  until  the 
pressure  reached  -760  torr,  or  atmospheric  pressure.  The  result  is  shown  in  Figure  35. 
This  method  fixed  the  problem  of  transmission  being  reported  above  100  percent. 


Figure  35.  Transmission  spectrum  (after  purging  with  nitrogen)  under  100 

percent  as  expected. 
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VI.  RESULTS 


As  discussed  in  Section  C  of  Chapter  V,  the  results  for  this  experiment  were  taken 
by  first  purging  the  White  Cell  (WC)  with  diatomic  nitrogen  -  that  is,  the  WC  was 
brought  to  -300  millitorr  and  then  filled  with  nitrogen  up  to  760  torr.  This  process  was 
repeated  three  times  to  ensure  minimal  residual  humidity  was  left  inside  of  the  WC 
before  taking  a  reference  spectrum.  Then,  the  WC  was  evacuated  again  and  air  was 
allowed  to  fill  the  WC  as  the  transmission  spectrum  and  climate  parameters  (relative 
humidity  and  temperature  inside  the  WC)  were  documented  as  functions  of  time. 

One  might  notice  that  in  this  chapter  there  is  little  distinction  made  between 
absorption  and  extinction.  This  is  because  in  the  wavelength  range  that  we  see  the  most 
attenuation  (1300  mn  to  1400  nm),  the  molecular  absorption  coefficient  is  several  orders 
of  magnitude  larger  than  the  other  three  that  make  up  the  total  extinction  coefficient  [15]. 
Therefore,  the  absorption  and  total  extinction  are  nearly  the  same  in  this  wavelength 
range. 

A.  INITIAL  RESULTS 

The  WC  was  configured  and  spectra  were  taken  for  three  path  lengths:  24  m,  40 
m,  and  64  m.  Figure  36  shows  the  transmission  spectra  for  these  path  lengths.  Certain 
wavelengths  are  labeled  and  will  be  discussed  further  later  in  this  section. 
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Figure  36.  Transmission  spectra  for  three  path  lengths:  24  m,  40  m,  and  64  m. 


The  corresponding  humidity  and  temperature  recorded  for  each  curve  in  Figure  36 
are  listed  in  Table  3. 


Path  Length 

(m) 

Relative  Humidity 

(%) 

Temperature 

(K) 

24 

6.8 

293.2 

40 

6.5 

293.7 

64 

5.2 

292.0 

Table  3.  Humidity  and  temperature  values  for  their 
corresponding  path  lengths. 
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As  explained  in  further  detail  in  Section  IV  of  this  chapter,  there  is  evidence  that 
questions  the  accuracy  of  the  humidity  measurements  made  by  the  hygrometer.  This 
makes  it  tricky  to  simulate  plots  on  LEEDR  that  can  be  compared  to  our  experimental 
data.  However,  we  can  use  Beer’s  Law  to  calculate  the  extinction  coefficient  for  the  three 
path  lengths  at  various  wavelengths  as  a  first  step  in  our  analysis: 

lnT  /Kx 

F  =  -  — ,  (15) 

where  T  is  the  fractional  transmission  and  z  is  the  path  length  [13]. 

The  extinction  coefficient  was  calculated  at  two  points  on  the  transmission 
spectrum  which  are  labeled  on  Figure  36.  The  calculated  values  are  shown  in  Table  4. 


Wavelength 

(nm) 

e  for  24m 

(km1) 

e  for  40m 

(km1) 

e  for  64m 

(km1) 

1362 

5.5 

5.5 

3.6 

1381 

5.5 

5.5 

3.8 

Table  4.  Calculated  extinction  coefficients  for  two  wavelengths  and  each  path 

length  in  Figure  36. 

As  a  sanity  check,  it  is  nice  to  see  that  the  measured  extinction  coefficients  for 
these  two  examples  are  relatively  close  to  one  another.  Preliminarily,  we  can  presume 
that  the  differences  in  the  64  m  outlier  can  be  attributed  to  the  differences  in  humidity 
compared  to  the  other  two  path  lengths.  However,  to  really  determine  whether  the  data  is 
self-consistent,  we  need  to  dig  deeper  by  calculating  the  corresponding  extinction  cross 
sections  for  each  data  set. 

To  convert  from  relative  humidity  RH  to  absolute  humidity  AH,  we  can  start  with 
the  relationship  in  equation  (16): 

A[j  =  Mwe 

RT  v  ' 

where  T  is  the  temperature  in  Kelvin,  R  is  the  molar  gas  constant  (8.31  J/mol  K),  Mw  is 
the  molar  mass  of  water  (18  g/mol)[33].  In  equation  (17),  e  is  the  vapor  pressure  which  is 
related  to  the  relative  humidity  in  the  following  way: 
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e  — 


RHxes 

100 


(17) 


In  equation  (17),  RH  is  measured  as  a  percent  and  es  is  the  vapor  pressure  at  saturation, 
which  is  dependent  on  the  temperature  and  pressure  of  the  system  [33].  A  good 
approximation  for  the  saturation  vapor  pressure  at  an  atmospheric  pressure  of  760  torr  is 
given  by  the  Tetens  equation  [33]: 


es(T)  =  (.611  kPa)exVf-27^_-™K)] .  (18) 

This  leaves  us  with  the  tools  necessary  to  calculate  the  absolute  humidity  with  just  the 
relative  humidity  and  temperature. 

Finding  the  absolute  humidity  using  the  previous  equations  produces  an  answer 
with  units  of  grams  per  unit  volume;  which  can  then  be  converted  the  particle  density  N : 


..  ...  1  mole  of  water  6.022x10  23particles 

N  -  AH  X - - - X - - - 

18.015c/  1  mole  of  water 


(19) 


The  absolute  humidity  and  particle  density  values  for  the  three  path  lengths  mentioned 


are  shown  in  Table  5: 


Path  length 

(m) 

Absolute  Humidity 

(g/m3) 

N  (lxlO22 
particles/m3) 

24 

1.2 

3.9 

40 

1.2 

3.9 

64 

.85 

2.8 

Table  5.  Absolute  humidity  and  N  values  for  their 
corresponding  path  lengths. 


Using  equation  (2)  from  Chapter  III,  Section  A,  and  assuming  that  the  absorption 
coefficient  is  approximately  equal  to  the  extinction  coefficient,  we  can  solve  for  the 
absorption  cross  section  er,  which  is  related  to  the  probability  that  a  single  water  molecule 
will  absorb  a  photon  and  is  (approximately)  independent  of  the  relative  humidity  [21]: 


am  ^  etot 
N  ~  N 


(20) 


The  cross  sections  for  both  wavelengths  mentioned  in  Table  4  can  be  found  on  Table  6. 
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Path  length 

<7  (kb), 

<7  (kb), 

(m) 

>  =  1362nm 

>=138  lnm 

24 

1.4 

1.4 

40 

1.4 

1.4 

64 

1.3 

1.4 

Table  6.  Cross  sections  a ,  for  their  corresponding  path  lengths  and  two 
chosen  wavelengths.  The  cross  section  is  related  to  the  probability  that 
a  single  water  molecule  will  absorb  a  photon  and  temperature  values  for 
their  corresponding  path  lengths.  Note  that  the  units  for  the  cross 
sections  are  in  kilobarns  (10‘  m  ). 

As  can  be  seen,  the  measured  cross  section  values  at  each  wavelength  are 
relatively  close  to  one  another.  This  close  proximity  for  a  shows  that  the  data  is  self- 
consistent.  Comparison  to  theoretical  values  requires  determination  of  detector  resolution 
and  hygrometer  accuracy. 

B.  DETECTOR  RESOLUTION  AND  CALIBRATION 

A  common  method  for  calculating  the  resolution  of  a  spectrometer  involves 
determining  Sr(X)  and  R(k),  the  linewidth  of  the  signal  and  spectral  resolution  of  the 
spectrometer,  respectively.  The  observed  signal  is  then  equal  to  the  convolution  of  the 
two,  as  shown  in  equation  (21)  [34], 

S0(A)  =  Sr(A)*K(A)  (21) 

Ideally,  the  resolution  of  a  detector  can  be  found  using  atomic  emission  sources.  This  is 
because  an  atomic  emission  line  is  significantly  usually  much  narrower,  with  a  width  on 
the  order  of  10'4  angstroms,  than  the  detector’s  spectral  resolution  [34].  If  so,  then, 
according  to  the  above  equation,  the  measured  line  width  reduces  to  the  detector 
resolution  for  such  narrow  spectral  sources.  However,  after  analyzing  the  spectrums  of 
xenon,  krypton,  and  mercury,  none  were  found  to  emit  brightly  enough  to  be  detected  in 
the  1.4  pm  to  1.6  pm  window  where  we  observed  maximum  absorption. 

As  an  alternative,  a  CO2  spectrum  was  taken  by  first  purging  the  WC  with 
nitrogen,  bringing  it  down  to  -300  millitorr,  and  then  filling  it  with  COo  to  a  pressure  of 
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760  torr.  This  provided  an  experimental  CO2  absorption  spectrum  that  could  be  compared 
to  the  known  CO2  spectrum.  These  two  spectra  are  shown  on  Figure  37;  the  theoretical 
plot  is  taken  from  the  HITRAN  Molecular  Absorption  Database  [19].  The  HITRAN  plot 
is  shown  in  green  and  the  experimental  plot  in  blue: 


Figure  37.  Experimental  spectra  and  the  FIITRAN  simulated  spectra  for  CO2. 

The  HITRAN  plot  is  shown  in  green  and  the  experimental  plot  in  blue. 

After  [19]. 


There  are  two  noticeable  differences  between  the  measured  spectrum  and  the 
HITRAN  spectrum.  First,  the  measured  spectrum  has  a  much  lower  resolution.  The 
Ocean  Optics  spectrometer  used  in  this  study  has  a  stated  resolution  of  about  4.0  nm; 
clearly,  the  measured  spectrum  does  not  display  this  level  of  fidelity.  Second,  the 
measured  spectrum  is  slightly  shifted  to  shorter  wavelengths  compared  with  HITRAN, 
likely  due  to  a  slight  offset  of  the  spectrometer’s  reading. 

We  can  obtain  a  rough  estimate  of  the  detector  response  by  applying  a  moving 
average  (with  a  similar  short  wavelength  bias)  to  the  HITRAN  data.  This  “smoothed” 
curved  is  shown  in  red  in  Figure  3 8. The  red  curve,  which  fits  the  experimental  data  fairly 
well,  was  produced  by  setting  the  width  of  the  moving  average  window  to  30  nm  and 
biasing  the  window  with  a  12  nm  offset  toward  shorter  wavelengths. 


48 


|  Smoothed  — —  Experimental  -  Theory 


Figure  38.  Experimental  spectra,  the  HITRAN  simulated  spectra,  and  a 

smoothed  FIITRAN  spectra  for  CO2.  The  smoothed  plot  was  used  to 
estimate  the  detector  resolution.  The  FIITRAN  plot  is  shown  in  green, 
the  experimental  plot  in  blue,  and  the  smoothed  plot  in  red.  After  [19]. 

More  complex  convolution/deconvolution  methods  could  better  characterize  the 
detector  response  [35].  However,  those  methods  could  not  be  explored  for  this  thesis  due 
to  time  constraints. 

C.  COMPARISON  TO  LEEDR 

With  a  rough  estimate  for  our  spectrometer  resolution  and  the  humidity  and 
temperature  measured  by  our  hygrometer,  we  can  compare  our  data  to  simulated  LEEDR 
data.  Figures  39  through  41  show  the  LEEDR  data  in  green,  our  experimental  data  in 
blue,  and  the  smoothed  LEEDR  data  in  red  for  24  m,  40  m,  and  64  m  path  lengths, 
respectively.  Just  as  for  the  CO2  spectrum,  the  LEEDR  data  was  averaged  to  account  for  a 
30  nm  detector  resolution  and  biased  by  12  nm  to  shorter  wavelengths. 
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|  Smoothed  -  Experimental  -  Theory 


Figure  39.  Experimental  spectra  (blue),  the  LEEDR  simulated  spectra  (green), 
and  a  smoothed  LEEDR  plot  (red)  for  the  atmospheric  absorption 
in  24  m  of  air.  After  [15]. 


|  Smoothed  -  Experimental  -  Theory 


wavelength  (nm) 

Figure  40.  Experimental  spectra  (blue),  the  LEEDR  simulated  spectra  (green), 
and  a  smoothed  LEEDR  plot  (red)  for  the  atmospheric  absorption 
in  40  m  of  air.  After  [15]. 


50 


|  Smoothed  -  ■■■  Experimental  -  Theory- 


Figure  4 1 .  Experimental  spectra  (blue),  the  LEEDR  simulated  spectra  (green), 
and  a  smoothed  LEEDR  plot  (red)  for  the  atmospheric  absorption 
in  64  m  of  air.  After  [15]. 

On  all  three  plots,  we  can  see  the  benefit  of  the  CO2  calibration  when  we  compare 
the  red  and  green  curves  to  the  blue.  On  these  plots,  the  red  and  blue  curves  seem  to  have 
the  same  shape  and  seem  to  differ  mostly  in  depth.  This  difference  is  most  likely  due  to 
characteristics  related  to  the  detector  and  the  uncertainty  in  the  humidity  measurements. 
In  order  to  be  able  to  take  this  analysis  further,  a  higher  resolution  spectrometer  is 
recommended. 

D.  MEASURING  HUMIDITY 

We  know  that  the  extinction  coefficient  is  closely  related  to  humidity  through 
molecular  absorption.  As  mentioned  in  the  introduction  to  this  chapter,  we  know  that  the 
molecular  absorption  is  the  prevailing  coefficient  out  of  the  four  that  make  up  the 
extinction  coefficient  [15].  Therefore,  we  expect  that  our  transmission  spectrum  will  be 
closely  related  to  the  humidity  measured  in  the  WC.  Figure  42  shows  several 
transmission  spectra  for  the  40  m  path  length  taken  over  the  course  of  about  an  hour  with 
corresponding  humidity  measurements  as  reported  by  the  hygrometer. 
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Figure  42.  Several  transmission  spectra  for  a  40  m  path  length  taken  over  the 
course  of  about  an  hour  with  corresponding  humidity  measurements  as 
reported  by  the  hygrometer.  The  timestamps  correspond  to  t  —  0  being 
when  air  was  allowed  to  flow  into  the  WC. 

The  times  labeled  in  Figure  42  indicated  when  the  spectrum  was  taken  relative  to 
the  when  air  was  let  into  the  WC.  The  absolute  humidity  (calculated  from  the  hygrometer 
data)  as  a  function  of  time  is  plotted  on  Figure  43.  The  time  domain  (the  x-axis)  begins 
with  negative  values  to  show  that  the  WC  was  at  a  steady  state  until  t  —  0  when  air  is  let 
into  the  WC.  The  points  at  which  the  plots  in  Figure  42  were  taken  are  denoted  with  dots 
in  Figure  43. 
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Figure  43.  Humidity  (as  reported  by  the  hygrometer)  as  a  function  of  time.  The 
time  domain  (the  x-axis)  begins  with  negative  values  to  show  that  the 
WC  was  at  a  steady  state  until  t  —  0  when  air  is  let  into  the  WC.  The 
points  at  which  the  plots  in  Figure  42  were  taken  are  denoted  with  dots. 

As  can  be  noted  by  comparing  Figure  42,  absorption  seems  to  be  decreasing  with 
time  while  the  humidity  is  increasing.  This  cannot  be  correct  since  humidity  is  the  prime 
contributor  of  atmospheric  extinction.  Additionally,  the  transmission  spectra  in  Figure  42 
do  not  change  as  much  as  LEEDR  would  predict  if  the  hygrometer  data  were  correct.  As 
shown  by  Figure  44,  which  depicts  plots  generated  using  LEEDR  data,  we  expect  there  to 
be  an  approximate  direct  proportionality  between  absolute  humidity  and  absorption  rather 
than  the  inverse  one  suggested  by  the  experimental  data. 
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Figure  44.  Plot  of  transmission  vs.  wavelength  using  LEEDR-supplied  data  for 
a  40  m  path  length,  for  several  values  of  absolute  humidity.  After  [15]. 

The  conclusion  is  that  the  hygrometer  measurement  is  inconsistent  with  the 
observed  spectra.  This  is  likely  due  to  a  systematic  error  in  the  hygrometer  reading. 
Cycling  the  hygrometer  through  vacuum  might  have  affected  its  sensitivity  in  some  way, 
and  most  hygrometers  have  limited  accuracy  below  a  relative  humidity  of  ~2%.  This 
makes  it  difficult  to  compare  the  observed  spectra  with  the  ones  predicted  by  LEEDR 
without  knowing  what  the  relative  humidity  really  is.  Moving  forward  with  this 
experiment,  a  vacuum-certified  hygrometer  is  recommended  and  one  that  is  more 
sensitive  to  smaller  values  of  the  relative  humidity. 

E.  FUTURE  RECOMMENDATIONS  AND  SUMMARY 

In  order  to  circumvent  the  aforementioned  detector  resolution  issue,  a  higher 

resolution,  more  sensitive  detector  is  recommended  going  forward  with  this  experiment. 

There  is  a  Fourier  Transform  Infrared  Detector  (FTIR)  available  that  would  be  a 

considerable  upgrade  once  a  near-infrared  source  is  purchased  and  installed  in  it. 
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Previous  results  taken  in  the  2.5  |un  to  12  jam  wavelength  window  with  an  FTIR  over  a 
path  length  of  10  m  are  shown  in  the  Figure  45;  also  shown  is  a  plot  generated  by 
LEEDR  [15].  The  FTIR  spectrum  is  highly  detailed  and  matches  the  trends  predicted  by 
LEEDR  very  well.  Undoubtedly,  we  can  see  much  more  definition  in  the  plot  generated 
from  FTIR  data  than  in  the  plot  generated  by  our  Ocean  Optics  Near-Infrared-512 
spectrometer. 


Figure  45.  Results  that  were  taken  in  the  2.5  pm  to  12  pm  wavelength  window 
with  an  FTIR  over  a  path  length  of  10  m.  Note  the  high  resolution  of  the 

FTIR  detector.  From  [15]. 

As  mentioned  before,  another  improvement  would  be  to  use  a  better  hygrometer  - 
that  is,  one  that  works  when  cycled  through  a  vacuum  and  is  accurate  at  lower  relative 
humidity  levels.  As  mentioned  in  Section  IV  of  this  chapter,  we  are  unsure  about  the 
effects  that  low  pressures  can  have  on  the  hygrometer  sensor.  What  is  clear  is  that  there 
seemed  to  be  little,  if  any,  correlation  between  the  spectra  obtained  while  the  hygrometer 
readings  were  undergoing  transients.  However,  once  the  hygrometer  measurements  had 
stabilized,  the  calculated  absorption  cross  sections  were  consistent  between 
measurements,  though  a  bit  smaller  than  what  LEEDR  would  predict  for  a  given  relative 

humidity,  temperature,  and  estimated  detector  resolution. 
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VII.  CONCLUSION 


This  research  looked  at  atmospheric  effects  on  laser  propagation  by  employing 
both  simulation  and  experimental  methods. 

A.  SIMULATION 

The  simulation  portion  used  ANCHOR  and  LEEDR  to  evaluate  the  performance 
of  two  lOOkW  lasers,  one  operating  at  a  wavelength  of  1.0642  pm,  and  the  other  at  a 
wavelength  of  1.5314  pm  in  a  potential  operating  theater.  The  laser  operating  at  1.0642 
pm  proved  to  be  greatly  affected  by  increased  haze,  but  not  humidity.  When  surface 
visibility  was  reduced  from  30  km  to  5  km  and  relative  humidity  was  held  constant  at  50 
percent,  the  effective  range  at  most  target  altitudes  was  nearly  halved.  Conversely,  the 
laser  operating  at  1.5314  pm  demonstrated  a  large  dependence  on  humidity,  but  not  haze. 
When  relative  humidity  was  raised  from  10  to  90  percent  and  surface  visibility  was  held 
constant  at  30  km,  the  effective  range  at  most  target  altitudes  was  nearly  halved.  This 
modeling  illustrated  that  the  effective  range  of  the  laser  can  be  greatly  dependent  on 
aerosol  scattering  (haze),  molecular  absorption  (humidity),  or  both,  depending  on  its 
lasing  wavelength. 

B.  EXPERIMENT 

The  experimental  portion  involved  employing  a  multipath  WC  chamber  that  can 
be  used  to  measure  extinction  coefficients.  The  initial  results  from  three  different  path 
lengths  (24  m,  40  m,  and  64  m)  indicate  that  the  chamber  is  suitable  to  consistently 
measure  absorption  features  based  upon  the  calculated  absorption  cross  sections  obtained 
from  the  experimental  data  at  the  three  path  lengths.  Additionally,  the  observance  of 
contradictory  patterns  related  to  humidity  measurements  and  absorption  suggested 
uncertainty  of  the  measurements  produced  by  the  hygrometer.  In  order  to  achieve  more 
precise  measurements,  upgrades  to  the  hygrometer  and  detector  are  required. 
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